MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES RECENVED
STATE PUBLIC HEALTH LABORATORY {sy«:arw Day at $:57 eim, Jaut 15, 2014
ALCO-SENSOR IV WITH PRINTER MAINTENANCE REPORT AEPORT #7

Complete this report In duplicate at the time of the regular monthly preventalive malntenance check, and whenever instrument is repaired.
Send copy to Depariment of Health and Senlor Services; retain original In depariment file.

ALCD SENSQR IV SN PRINTER SN DATE CF INSPEGTION
097430 096.3580.928 01/08/2014

LOCATION OF INSTRUMENT {STREET AND CITY) TIME OF INSPEGTION
600 E. Walnut Columbia 6:39 pm

CHECKLIST: Place a mark in the box by each ltem if found to be satlsfaclory or If operating within established limits. (Write in obsarved val-
ues where determined.) Unmarked ltems must be corrected before using instrument.

DIGITAL READOUT (ALL ELEMENTS OPERATIONAL}

TEMPERATURE OF ALCO SENSOR (10°C - 40°C)

PRINTER WORKING PROPERLY

TIME AND DATE DISPLAYING PROPERLY
BREATH ALCOHOL ACCURACY STANDARDS

SIMULATOR SOLUTION (] COMPRESSED ETHANOL-GAS MIXTURE
STANDARD SUPPLIER Guth Labs LoT#13210 exp pATE07/29/2015

' SIMULATOR TEMPERATURE (34°C 2 0.2°C) ___34.0 __ SIMULATOR §N__ SD2761  SIMULATOR EXP DATE 01/07/2015

CALIBRATION CHECK — (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Run three tests using a standard solution, All three tesls must be within +5% of the standard value and must have a spread of .005 or
less. Check the box corresponding to the standard solutfen belng used, {PRINTOUT ATTACHED)
/] 0.100% STANDARD - MUST READ BETWEEN 0.095% and 0,105% INCLUSIVE
] 0.080% STANDARD - MUST READ BETWEEN 0.076% and 0.084% INCLUSIVE
/| 0.040% STANDARD - MUST READ BETWEEN 0,038% and 0,042% INCLUSIVE

TEST 1= 101 . TEST 2% 400 TEST3 = 400

RFI DETECTOR OPERATING

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING BANGES SINCE THE LAST MAINTENANCE REPORT:
(DO NOT INCLUDE SELF-ADMINISTERED TESTS)

rerusats 1 Jo09 O [(os.09) 1 (10-14y 1 (16-19 2 |(over.ag) !
List any new paris and describe any aiteration or modilication that was made lo restore the instrument to operate satisfactorily and within
eslablished limits {use other side if necessary). .

INSPECTING OFFICER | @ 0 oo oo N
s PRINT NAME

SIGNATURE
» , e Nathan Turner
TYPE 1 PERMIT NUMBER/EXPIRATION DATE ’ ) TELEPHONE NUMBER -
202411 12/20/14 . : : {573) 874-7652

Aeturn completed report to the:  Breath Alcohol Program, MO Department of Health and Serior Services, Southeast District Office
: 2875 James Boulevard : -
~ Poplar Bluff, MQ 63201 :

A } 7'.50'1351 Yol U'J— ) AN ECUAL OF PORIUNITY/AFFIRMATIVE ASTION EMFLOYER n 1AB-14
sordogs provided on a nerdsaiminaloy basls




=~ GUTH LABORATORIES, INC,

LLOHORTH 67 STREET @ HAHRISBURG, PA AYItL -!5{1 ¢ THLEPHONH! Tir-3848710

CERTIFICATE OF ANALYSIS

Certifled Alcohol Reference Solutlon for Simulator

Rondom Samples of Lot Number 13210 of
Aleohol Refexsnce Solution for Simulator were: analyzed by
gas chromatography on July 31, 2013, using a Perkin Elmor Gas Chromatogaph
Autosystem X[, S/N: 610N9030209, and found to conlaln  0,1216% (w/vol)
othyl alcohol, The oxpleation date for this lot .
- numbox. Is July'29,,2015 at 11:f59 PM,

When used in ] cal!brated Simulator, operiting. at’
34°C 4/ .2°C, thls solutiol wil give a broatl- a[cohol
analysls inbtrumcni raading of 0.100 gIZIOL +in 3%.

“the aloohol and water ysed in this selutlon were

free of test inferforing substances.

Tezl I, Pauley, Presidefit
GUTH LABORATORIBS, INC,

NIST Traceability:
Testing was oonducted wstig Cerilllant Reference Standard lot nuinber FNI22211-02 whose

valnes are lraceable fo NIST,
Al balances are callbrated annually by an oniside agency using NIST traoeable walghts.

. Callbratlon veriflontion is done prior to each wse ;:Hlfzfug NIST traceable welghts,

1
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